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No. 2022-0237

Safety Certificate

- Manufacturer HUMANENTEC

- Address #101, 93, Beoman-ro, Suseong-gu, Daegu

The following product fabricated by the above manufacturer has been certified
for the use of the Safety Certification Mark as the product was assessed and
tested in accordance with the article 84 of the Occupational Safety & Health Act
and the article 110 (1) of the Enforcement Rule thereof.

- Product HMS00S : Automatic Tank Gauge System (Probe)
- Type (Model) HM900S

- Rating Refer to [Product Overview]

- Type of Protection Ex ia IIA T4 Ga

- Certification No. 22-GA2BO-0237X

Notification of Protective Device Mandatory Safety Certification

(Notice of Ministry of Employment and of Labor No. 2021-22)

1. Tamb = - 20T ~ +60T

2. Must be installed in accordance with drawing
EX-HMS-HM900S-016

3. In certain environments, the exposed non—metallic portion
of the device may store an ignitable level of static
electricity. Therefore, the instrument should not be installed
in a position where static electricity can be accumulated
on the surface, it should only be cleaned with a wet cloth

4. This safety certificate must be used in conjunction with the
relevant IECEx certificate (IECEx KSCP 22.0001X Issue 0)

- Date of Issue June 21th, 2022

- Safety Certification Standards

- Certification Condition

Approved for issue on behalf of the president : Woen-Don, Joo
Position : General Manager

Signature % A%/JJ %
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No. 2022-0236

Safety Certificate

- Manufacturer HUMANENTEC

- Address #101, 93, Beoman-ro, Suseong—gu, Daegu

The following product fabricated by the above manufacturer has been certified for the
use of the Safety Certification Mark as the product was assessed and tested in
accordance with the article 84 of the Occupational Safety & Health Act and the article
110 (1) of the Enforcement Rule thereof.

+ Product

- Type (Model)

- Rating

- Type of Protection
- Certification No.

- Safety Certification Standards

- Certification Condition

- Date of Issue

HM9I00C : Automatic Tank Gauge System (Safety Barrier)
HM900C

Refer to [Product Overview]

[Ex ia Ga] IIA

22-GA2B0O-0236X

Notification of Protective Device Mandatory Safety Certification
(Notice of Ministry of Employment and of Labor No. 2021-22)

1.
2.

3.

5.

Tamb = - 20T ~ +60TC

Must be installed in accordance with drawing
EX-HMS-HM900S-016

In certain environments, the exposed non—metallic portion of the
device may store an ignitable level of static electricity. Therefore,
the instrument should not be installed in a position where static
electricity can be accumulated on the surface, it should only be
cleaned with a wet cloth

. Safety barrier HM900C must be installed and powered only in

non—hazardous areas using approved/certified sources with
maximum output parameters of 12V and 3A

This safety certificate must be used in conjunction with the
relevant IECEx certificate (IECEx KSCP 22.0001X Issue 0)

June 21th, 2022

Approved for issue on behalf of the president : Woen-Don, Joo
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Position : General Manager
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Automatic Tank Gauge System(Probe)
g4 . oY /2. SZ/AEHS

34 . 2l ook . =or ! ASHS
|
= (M 2] &= i
HM900S | 22—-GA2B0O-0237X
Ex ia llA T4 Ga

=
o

DA(REBLSF A H2021-225)
=
o

o
B

Tamb : —20C ~ +60°C, S04 &t=

20224 06 & 21 &

I IA
FZ7FAGATA ANFF
AFES[!




[@s

ghof 2 & A

#22-0236 %
[ F— | F—_— —_
FHae

W A4+ ®Her=2093 1015

9 ARAFONA Az ofehe] ERo] TAAIARAY, Asiz U
22 H At A1102A1ge] WE okddZE A AT oA - 1Y)
Fol Hgetez GAATEAY AHES ASFU,
- =
Automatic Tank Gauge System(Safety Barrier)
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